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IMPROVEMENT OF A LARGE- AMPLITUDE 
SINUSOIDAL PRESSURE GENERATOR FOR 
DYNAMIC CALIBRATION OF PRESSURE TRANSDUCERS 

by 

Richard E. Robinson 


SUMMARY 


Results of research on the improvement of a sinusoidal pressure gen- 
erator are presented. The generator is an inlet-area-modulated, gas-flow- 
through device (siren type) which has been developed to dynamically calibrate 
pressure transducers and pressure probes. Oscillation pressure waveform was 
improved by the addition of several porous inserts to the generator test cham- 
ber. Three of the six generator operating modes were tested which included de- 
termining upper and lower oscillation pressure amplitude bounds. Tests were 
performed over a frequency range of 100 Hz to 20 kHz at average chamber pres- 
sures (bias pressures) between 30 and 50 psia (21 and 35 N/cm2abs) and between 
150 and 300 psia (104 and 207 N/cm^abs) using the nominal generator operating 
mode. Peak-to-peak oscillation pressure amplitudes of 153, 73, 11, and 7 per- 
cent of bias pressure were obtained at frequencies of 100, 1,000, 10,000, and 
20,000 Hz, respectively. Best oscillation pressure waveform was obtained be- 
tween fundamental frequencies of 1 kHz and 5 kHz were second, third, and fourth 
harmonic frequency amplitudes were 7, 3.5, and 2 percent of the fundamental 
frequency amplitude. Peak-to-peak oscillation pressure amplitudes could be in- 
creased or reduced by using additional constant-flow inlets and outlets. With- 
out the porous inserts in the generator chamber, peak-to-peak oscillation pres- 
sure amplitudes approximately doubled. 

The generator and instrumentation for making frequency, amplitude, 
and pressure measurements are described. 


INTRODUCTION 


The need to measure "nonsteady" pressure has existed for many years 
and recent developments have increased the requirements and complexities of 
these measurements. Large "nonsteady" pressure amplitudes over wide ranges of 
bias pressure and frequency are being encountered. In addition, protection 
from severe environments and space limitations have added further complexities 
requiring new small, high-frequency transducers in devices such as probes and 
cavities with coolant bleeds and coatings. Accompanying these measurement 
needs is the need for dynamic calibration of the pressure transducers and their 
interfacing connections at the new pressure and frequency conditions. 



The dynamic performance characteristics of pressure transducers and 
pressure-measuring systems can be determined directly by a sinusoidal pressure 
generator. Battelle-Columbus studied methods for generating large-amplitude, 
high-frequency pressure fluctuations . (1)* The result of the methods study was 
that an inlet-area-modulated, gas-flow- through device (siren type) showed the 
most potential for advancing the state of the art. 

Effort was undertaken to design, construct, and evaluate an inlet- 
modulated sinusoidal pressure generator (IM-SPG) . (2) The major results of the 
development and evaluation tests performed following the design and construc- 
tion of the IM-SPG were: (2) 

• The specified ratios of peak-to-peak oscillation pressure ampli- 
tude to average pressure of 1.0 at 15 Hz and 0.12 at 10,000 Hz 
were obtained. 

• The waveform of the transducer output signal consisted primarily 
of the driving (fundamental) frequency sinusoid but also contained 
considerable higher harmonic and transducer resonant frequency 
band components. This waveform distortion would limit the IM-SPG 
in its present form as a dynamic pressure- transducer calibrator to 
low frequencies (several thousand Hz) or for less stringent eval- 
uation tests of pressure measuring systems up to 15,000 Hz. 

Following this, the present study was undertaken to gain a more complete under- 
standing of the performance of the IM-SPG and to improve its oscillation pres- 
sure waveform. 

This report summarizes the wave form- improvement development program 
and presents the IM-SPG performance (amplitude and waveform) obtained. The 
generator was then utilized by investigating the dynamic response characteris- 
tics of six frequently used, current, high-frequency pressure transducers. 
Amplitude ratios as functions of frequency and bias pressure were determined 
and are reported in a companion report. (3) 


TEST APPARATUS AND PROCEDURE 


Generator 


The design concept of the sinusoidal pressure generator, an inlet- 
modulated, gas-flow-through device, is shown in Figure 1. Pressure oscilla- 
tions in this type of generator are produced by changing the mass content in a 
chamber by controlling the gas flow into and out of the chamber. The oscil- 
lating or sinusoidally varying static pressure in the chamber is used to 


* Numbers in parentheses refer to references listed at the end of this report. 
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dynamically calibrate pressure transducers. The pressure in the chambers is 
sensed by the flush-mounted test transducer and by a flush-mounted reference or 
s tandard t ransducer . 

Basically, the generator consists of a cylindrical chamber with a 
modulated inlet flow opening and a fixed outlet flow opening (See Figure 1.). 
The chamber is 0.75 inch (1.91 cm) in diameter and 0.262 inch (0.665 cm) in 
length. A result of this program is that, for improved waveform, the chamber 
is filled with two types of porous materials (acoustic absorbing filler) . This 
filler improves pressure wave shape by reducing chamber harmonics and flow tur- 
bulence (which excites transducer resonances). The tv;o flow openings are 
placed on the curved cylinder sides (diametrically opposite each other). One 
of the flat end surfaces of the cylinder is used for flush mounting the test 
transducer or measuring system under evaluation. The reference transducer is 
flush mounted on the opposite flat cylinder end. Two additional openings 
through the cylindrical wall are provided. They can serve independently, in 
any combination as either inlets or outlets, or be plugged. The various com- 
binations of openings (generator operating modes) offer additional control of 
average chamber (bias) pressure independent of pressure fluctuation amplitude. 

Bias Pressure Tubes and Nozzles 



FIGURE I. INLET- MODULATED SINUSOIDAL PRESSURE GENERATOR 
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Inlet opening area modulation is achieved by rotating a circular disc 
with numerous holes located along a circle near the disc periphery against the 
inlet nozzle throat. The disc holes are the same size and shape as the nozzle 
throat. They are equally spaced two hole diameters apart around the hole- 
circle. All flow openings are operated at supercritical flow conditions. A 
more detailed description of the generator is given in Reference 2. 


Instrumentation 


Instrumentation was set up in conjunction with the pressure generator 
to measure frequency, oscillation pressure amplitude, and waveform spectrum of 
the reference transducer along with chamber pressure. A schematic of the 
measuring-system layout is shown in Figure 2. Frequency is measured with an 
electronic counter and a magnetic pickup which senses or counts the holes in 
the generator rotating disc. For pressure-amplitude measurements, the condi- 
tioned signal from a charge amplifier is normally split. One signal is dis- 
played on one channel of a high frequency dual beam oscilloscope. The other 
signal, low-pass filtered at 50 kHz, is displayed on the other channel of the 
oscilloscope. The oscilloscope is externally triggered by a manually operated 
switch in a trigger line between the IM-SPG and the oscilloscope. Another mag- 
netic pickup provides the trigger signal by sensing a single notch on the outer 
periphery of the rotating chopping disc. Thus, the same holes were utilized 
and provided repeated area modulation and the resultant pressure oscillations 
in each test. The waveforms displayed on the oscilloscope were photographed. 
The 50-kHz low-pass filter was used to smooth out any small suppressed trans- 
ducer ringing remaining in the signal and thus achieve data-reduction accuracy. 
A single-channel spectrum analyzer (storage oscilloscope plug-in unit) was used 
to measure waveform spectral content of either the filtered or unfiltered sig- 
nal. The unfiltered pressure amplitude signal of the reference transducer was 
also measured by a high-frequency true-root-mean-square meter and manually 
recorded. This latter measurement provided a quick check on pressure-amplitude 
consistency. Average chamber pressure was measured by a pressure transducer 
connected to the generator chamber by 3 feet (0.91 m) of 1/8-inch- (0 . 32 cm)- 
diameter tubing. The tubing was flush mounted in the chamber ( in place of the 
test transducer) using a replacement adaptor for the test transducer adaptor. 

In addition to static electrical calibrations, all instruments and 
the integrated systems were calibrated for frequency response using a high-fre- 
quency electronic signal generator. It was found that the output of the charge 
amplifiers used for conditioning the piezoelectric pressure transducer signals 
had to be corrected in amplitude at high frequencies and high amplification 
levels o The low-pass filter and charge amplifier frequency-response character- 
istics are given in the Appendix to this report. 


Procedure 


The present effort was directed at improving the pressure waveform. 
Consequently, the final evaluation tests reported in Reference 2 were modified 
to provide preliminary information to guide the wave form- improvement work. A 
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FIGURE 2. TEST APPARATUS LAYOUT 









series of IM-SPG tests was made to analyze the reference transducers output 
signal. Tests were made with different electronic filtering conditions varying 
from 1.3 to 25 times the waveform fundamental (or SPG driving) frequency. 

These tests helped to determine the frequency content of the signal. Several 
different filters were used to determine if the various electronic circuits 
were interacting and affecting the signal displayed on the oscilloscope. No 
interaction was found. 

Next a series of tests was performed in which a spectrum analyzer 
was added to obtain oscillation pressure waveform and waveform frequency con- 
tent. Tests were run at different frequencies (1 kHz, 3 kHz, 5 kHz, and 10 kHz) 
at low pressure [chamber pressure = 50 psia (35 N/cm^abs)] . Several more 
empty-chamber tests were performed at high chamber pressures [ 150 to 300 psia 
(104 to 207 N/cm^abs)] . 

Typical oscillation pressure waveform spectral content is given in 

Table 1. 


TABLE 1. WAVEFORM SPECTRAL CONTENT AMPLITUDE 
IM-SPG WITHOUT ACOUSTIC FILLER 




Fundamental Frequency, 

Harmonic Amplitude - Percent Fundamental 
for Indicated Harmonic 

kHz 

2 3 4 5 


1 

5 

<1 

<1 

<1 

3 

8 

6 

4 

<1 

5 

18 

11 

6 

<1 

10 

50 

28 

27 

20 


A filtered and unfiltered oscillation pressure waveform and the spectral con- 
tent of the unfiltered signal are shown in Figure 3. 

The approach selected to reduce the high-frequency components was to 
use flow- smoothing devices such as screens or porous materials downstream of 
the chamber inlet nozzle. The inlet-nozzle flow is quite complex. A simple 
conical-divergent section is designed to operate as overexpanded throughout the 
pressure oscillation at all useable frequencies. Thus, the flow in the nozzle 
is shocked from supersonic to subsonic within the nozzle. This most likely 
occurs through an oblique shock structure rather than a normal one and can in- 
troduce large-amplitude pressure waves with attendant high-frequency components 
that excite the pressure transducer at or near its resonant frequency. 


6 




|| 7 2 psi (5N/cm 2 ) 


b. Frequency Spectrum 


s. Unfiltered Waveform 


c. Frequency Spectrum 


d. 50 kHz Low Pass Filtered Waveform 


e. Frequency Spectrum 


Pressure waveform and frequency spectrum from oscilloscope. Frequency, 10 kHz 
bias pressure, 50 psia (35 N/cm^-abs); IM-SPG test chamber without acoustic filler; 
IM-SPG operating mode, one inlet/one outlet. 

Note: Amplitude called out includes filter and charge amplifier correction. 


The inlet-nozzle flow is further complicated by the area modulation 
of its throat. Besides the changes in area and size required to produce the 
pressure oscillation, the throat shape and its location relative to the down 
stream expansion section change throughout a cycle. These conditions are de- 
picted in Figure 4. It can be seen that a flow jet through an essentially 
crescent-shaped area at the side of the divergent section exists during a 
cycle. This jet may be at an angle to the chamber dependent upon wheel clear- 
ance. The conical-divergent section cross-sectional geometry corresponds in 
shape to the throat shape for symmetrical flow only once in the cycle--it does 
not change shape to coincide with the changing cyclic throat-area geometry. 
Therefore, the resultant flow most likely has oblique shocks, wall-reflected 
shocks, and jets that enter the SPG chamber. 

The screen or porous-material approach was also selected for reduc- 
tion of the low harmonic frequency component. Material addition in the central 
part of the chamber should damp the normal chamber harmonics-- that is increase 
the Q (sharpness of resonance) of the chamber. The central chamber material 
also dampened any effects of the inlet nozzle jet and jet reflections from 
chamber walls. 

A large variety of screen and porous materials was tested. The po- 
rous materials included standard acoustic absorbing materials, sponges, steel 
and carbon wools and felts, foamed aluminum and carbon, and silica, inhouse 
Battelle porous materials, and commercial porous materials such as GE Foametal, 
Huyck Feltmetal, and Pall Rigimesh, and porous metals. Various shapes and 
materials were made into chamber inserts and tested. 

The IM-SPG is capable of operating with any gas. Hydrogen, helium, 
and nitrogen are normally used. For this test program, hydrogen was used for 
all tests. It offered low cost, greater dynamic amplitudes, and a higher fre- 
quency range than that obtainable with other gases. 


Data and Accuracy 

The primary performance data of the generator are the frequency, os- 
cillation pressure amplitude, and average chamber pressure. For this test 
series, waveform spectral content was included. For each generator operating 
mode the oscillation pressure amplitude is a percentage of the average chamber 
pressure at each frequency. This function is essentially independent of 
average chamber pressure magnitude. Thus, the ratio of peak-to-peak pressure 
amplitude to average chamber pressure may be plotted as a function of frequency 
for each mode. This is the form used for reporting the data in the next sec- 
tion. The actual peak-to-peak pressure amplitude at any desired frequency is 
found by multiplying the above ratio by the corresponding average chamber pres- 
sure . 


Estimated accuracy of the frequency measurement is + 1 Hz. The 
cycle- to-cycle variation in oscillation pressure amplitude of the reference 
transducer output signal was found to be + 2 percent in the worst cases. These 
variations are within the inaccuracies of reading the oscilloscope photographs, 
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FIGURE 4. IM-SPG FLOW GEOMETRY 
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which include low-frequency electronic noise (60 cycle) and waveform distortion. 
Average chamber pressure accuracy was + 1/2 percent. The test-to-test vari- 
ation or repeatibility of oscillation pressure amplitude each time a test con- 
dition was repeated was found to be normally + 2 percent, and to reach + 5 
percent in a few worst cases. 

Spectrum-analyzer data are given in the form of the ratio of the 
root-mean-square harmonic frequency amplitudes to the root-mean- square funda- 
mental frequency amplitude. Filter and charge amplifier corrections at each 
appropriate frequency were applied to the amplitude data. Accuracy of the 
corrected spec trum- analyzer data is estimated at + 3 percent. 


RESULTS AND DISCUSSION 


Chamber-Filler Development 

A large number of porous-material samples were fabricated to fit into 
the IM-SPG chamber. These included several different grades (meshes) of screen 
or wire cloth, three grades (fine, medium coarse, and extra coarse) of steel 
wool, one of porous graphite, one of graphite cloth, five of GE Foametal, four 
of Michigan Dynamic Dynapore wire mesh laminates, three different grades (den- 
sities) of Huyck Feltmetal fiber metal materials, and twenty samples of Pall 
Rigimesh and PSS (sintered stainless steel powder). 

Tests were performed first on a series of thin [up to 1/8-inch 
(0.32 cm) thick] specimens consisting of wire screen, wire mesh or laminate, 
and sintered metal powders. The specimens were placed against the flat 
3/4-inch (1.92 cm)-diameter sides with nothing between. Large amplitude reduc- 
tions of the high-frequency components were obtained along with minor reduction 
of the chamber harmonics. The best performance given by the flat liner speci- 
mens was with Pall Supramesh. This material is a 0.009-inch (0.032 cm) -thick 
material of SS304 powder on SS304 wire mesh. Two (finest and coarsest) of the 
steel-wool specimens were tried next. They reduced the harmonic amplitudes 
somewhat but they deteriorated rapidly. The specimen deterioration was gross 
crushing of the specimen, a cored hole from the inlet nozzle flow, and extru- 
sion of material into and sometimes out of the outlet nozzle. 

The graphite felt cloth completely collapsed against the outlet side 
of the chamber. The porous graphite specimen completely disintegrated and was 
blown out of the chamber. Next Pall Supramesh thin specimens were placed 
against the chamber flat ends as previously described and a center piece made 
of a screen- type wire spiral filled with fine steel wool was tried. This com- 
bination produced very good results. Both the harmonic and high-frequency com- 
ponents were significantly reduced. However, the specimen deteriorated rather 
quickly. After several test series, the inlet nozzle side of the specimen was 
crushed nearly mideway into the chamber and the exit nozzle side was pushed 
into the outlet nozzle. As a result of the deformation the waveform changed 
(harmonic component amplitudes increased) and chamber pressure increased. 
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Several other variations of the center specimen were tried. These involved 
different combinations of stronger wire screen for rigidity and fine mesh 
screen to hold the steel wool in place. Again the deterioration was unaccept- 
able. 


Finally, a series of specimens were tested involving various porous 
and woven-wire materials by themselves completely filling the chamber and then 
in combination with the Pall Supramesh end pieces. The best results (low-har- 
monic- and high-frequency-component amplitude reduction with negligible deteri- 
oration) were obtained using a two-material, three-piece, chamber insert. One 
piece of Pall Supramesh was placed essentially against each of the flat ends of 
the chamber--these are the chamber ends through which the reference and test 
transducers are flush mounted. A 0.007-inch (0.018 cm) -thick spacer was placed 
between the flush-mounted pressure transducers and Pall Supramesh end pieces to 
prevent interference between the transducer diaphram and Supramesh. Between 
these two end pieces a 20 percent dense Feltmetal piece was used to fill the 
rest of the chamber. A photograph of the IM-SPG chamber and the three-piece 
filter insert is shown in Figure 5. 

A complete series of performance tests of the IM-SPG with this three- 
piece, two material chamber insert were made. The results of these perf romance 
tests are given in the following section. 


IM-SPG Performance 


Tests were made at low [30-50 psia (21-35 N/cm^abs)] and high [150-300 
psia (104-207 N/cm^abs)] pressure levels at frequencies of 100, 1,000, 3,000, 
5,000, and 10,000 Hz. These tests correspond to those called for in the ori- 
ginal program plan. Several additional tests were performed at other pressure 
levels and frequencies. This complete test series was performed using the 
IM-SPG with one inlet and one outlet. 

Tests were also made with the IM-SPG in two other modes using the two 
additional static-pressure nozzles. These extra nozzles allow independent con- 
trol of oscillation pressure amplitude and static or bias pressure. Tests were 
performed first with the two additional nozzles acting as flow inlets (minimum 
amplitude), then acting as flow outlets (maximum amplitude). Thus, these tests 
represent the extremes of the IM-SPG performance envelope. 

Typical waveforms over the range of frequencies and pressures are 
shown in Figures 6 through 9. Both filtered (50-kHz low pass) and unfiltered 
signals are shown. In all dual-waveform figures the upper waveform has been 
filtered and the lower waveform is the corresponding unfiltered one. Also 
shown are the typical corresponding spectral contents measured by the spectrum 
analyzer. The phase difference between the filtered and unfiltered pressure 
waveform is due to a phase shift by the filter and to the small difference in 
oscilloscope external- trigger sensitivities on the two oscilloscope time-base 
units used. 
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FIGURE 5. IM- SPG CHAMBER AND ACOUSTIC ABSORBING FILLER PIECES 
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Figure 6. Pressure waveforms and frequency spectrums at low frequencies from 
oscilloscope. Lower waveform is unfiltered and upper waveform is the 
same signal after 50 kHz low-pass filtering. IM-SPG with one inlet 
and one outlet. 


13 






e. Unf(!t»r»d Waveform Frequency Spectrum, Fundamental 

a Waveform at 5 kHz c Waveform at 10 kHz Frequency . 10 kHz 



b Unfiltered Waveform Frequency Spectrum. Fundamental d Unfiltered Waveform Frequency Spectrum. Fundamental 

Frequency. 5 kHz Frequency. 10 kHz f. Waveform at 16 kHz 


-H HEDSa 



g unfiltered Waveform Frequency Spectrum. Fundamental 

Frequency. 15 kHz h Waveform at 20 kHz 





*. 50 kHz Low Pau Filtered Waveform Frequency Spectrum 
Fundamental Frequency. 20 kHz 


Figure 7. Pressure waveforms and frequency spectrums at high frequencies from 
oscilloscope. IM-SPG with one inlet and one outlet. 


14 


-h h-EDia 



C- Un»»»tered Waveform Frequency Spectrum. Fundament* 

a. Waveform at 90 pata (20 N/cm 2 atn) Bias Pressure b Waveform at 315 ps*a (217 N/cm 2 aba) Bias Pressure Frequency. 10 kz 


Figure 8. Pressure waveform and frequency spectrum at two bias pressures at 10 kHz 
fundamental frequency. 1M-SPG with one inlet and one outlet. 
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d. 50 kHz Low-Pass Filtered Waveform Frequency Spectrum. 
Fundamental Frequency. 10 kHz 


Figure 9. Pressure waveform and frequency spectrum at maximum and minimum oscillation 
pressure amplitude at 10 kHz fundamental frequency. 
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Waveforms and their associated frequency spectrums are shown in 
Figures 6 and 7 over the frequency range from 100 Hz to 20 kHz at various high 
average chamber pressures (bias pressure) using the IM-SPG with one inlet and 
one outlet. Figure 6g shows the waveform at 10 kHz and Figures 6h and 6i show 
its spectral content up to 230 kHz. Comparison of these Figures to Figure 3 
(empty IM-SPG chamber) shows that the amplitudes of the high-frequency compon- 
ents in the resonant frequency range have been reduced from 60 to 80 percent of 
the fundamental frequency amplitude to 2 to 3 percent. 



Frequency , KHz 

FIGURE 10. IM-SPG REFERENCE TRANSDUCER OUTPUT WAVEFORM HARMONIC CONTENT 


The IM-SPG waveform harmonic content of the reference transducers 
output for these IM-SPG normal-mode (one inlet and one outlet) tests are sum- 
marized in Figure 10. The brackets on the data of Figure 10 show the spread 
of harmonic amplitudes obtained over all the different repeated tests and the 
tests at different average chamber pressures at each frequency. Comparison of 
the data of Figure 10 with the empty- IM-SPG- chamber data of Table 1 shows the 
improvement in waveform resulting from the use of the chamber inserts. This 
improvement is quite large at fundamental frequencies above 10 kHz and is ac- 
companied by the large reduction of the waveform high-frequency components 
noted above. 

From Figure 10 the second, third, and fourth harmonic frequency am- 
plitudes are seen to be minimum and essentially flat at 7, 3-1/2 and 2 percent 
of the fundamental frequency amplitude in the frequency range of normal inter- 
ests, 1 to 5 kHz. These harmonic components increase at both lower and higher 
frequencies. The increase at lower frequencies is attributed to lessening of 
the inlet flow smoothing effects. From Figures 6a through 6f it is seen that 
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the pressure waveform approaches the actual area-variation waveform caused by a 
circular hole passing a circular hole. The resulting waveform is not sinusoi- 
dal.^ The increase in amplitude of the higher harmonics at the higher fre- 
quencies (see also Figures 7f-7i) is attributed to the driving frequency ap- 
proaching the chamber resonance frequency and the next-higher chamber response 
mode (second tangential mode). 

The effect of different bias pressures on waveform for one frequency 
is shown in Figure 8 with the IM-SPG in its normal mode. The waveform at 
10 kHz at a bias pressure of 29 psia (20 N/cm^abs) is given in Figure 8a. The 
waveform and its harmonic spectrum for the same fundamental frequency at 
325 psia (224 N/cm 2 abs) i,s given in Figures 8b and 8c. Figures 7c and 7d are 
for a third bias pressure, 74.7 psia (51.5 N/cm^abs) at this frequency. There 
is seen to be little effect of bias pressure on the waveform harmonic ampli- 
tudes. It was noted that increasing bias pressure did increase the resonant 
frequency-range amplitudes by several percent over the bias pressure range 
covered . 


Waveforms at three different oscillation pressure amplitudes (three 
different IM-SPG modes) at one frequency are given in Figures 7c, 7d, and 9. 
Similar waveforms (and harmonic content) to those for the IM-SPG normal mode 
were found for the maximum oscillation pressure amplitude mode (one modulated 
inlet, three outlets). Poorer waveforms were obtained with the generator in 
the minimum oscillator pressure amplitude mode (three inlets, one outlet). The 
poorer waveform was more prevalent at low frequencies where oscillation pres- 
sure amplitudes are large. Second- and third-harmonic-frequency amplitudes up 
to 1/3 of the fundamental-frequency amplitude were found at low frequencies 
(1 kHz and below). This high harmonic content at low frequencies is attributed 
to the fact that the inlet nozzles were not choked throughout most of a cycle. 
The porous filler-chamber inserts reduced the pressure ratio across the inlet 
nozzle by increasing the average chamber pressure. The chamber pressure in- 
crease is attributed to the effective flow area of the chamber inserts being 
smaller than the exit nozzle area which controls the pressure. 

The peak-to-peak oscillation pressure amplitude from all of the tests 
are shown in Figure 11. Also shown is the corresponding IM-SPG performance 
with an empty chamber (no acoustic filler) taken from Reference 2. The reduc- 
tion of oscillation pressure amplitude is roughly a factor of two. The general 
trends ;of the performance of the two chamber conditions are seen to be quite 
similar. Even with the decreased amplitude caused by the chamber acoustic fil- 
ler, 15 percent of bias pressure peak-to-peak oscillation pressure amplitude 
was obtained at 10 kHz. Thus, for an average chamber pressure of 300 psia 
(207 N/cm^abs), the peak-to-peak oscillation-pressure-fundamental amplitude is 
45 psi (31 N/cm^). The waveform has a second harmonic- frequency amplitude of 
9 percent [2 psi (1.8 N/cm^)], a third harmonic-frequency amplitude of 5 per- 
cent C 1 • 1 psi (0.9 N/cm^)] , and a fourth harmonic-frequency amplitude of 3 per- 
cent [0.6 psi (0.4 N/cm^)] of the fundamental frequency amplitude. The acous- 
tic energy in all of these harmonics is about 1 percent of the energy in the 
fundamental • 
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FIGURE II. PEAK-TO-PEAK SINUSOIDAL PRESSURE AMPLITUDE AS A PERCENT OF AVERAGE 
CHAMBER PRESSURE AS A FUNCTION OF FREQUENCY USING HYDROGEN AS THE 
TEST GAS 


SUMMARY OF RESULTS 


The waveform of the IM-SPG was significantly improved at any parti- 
cular oscillation-pressure amplitude and bias-pressure ratio, especially at 
high frequencies. Harmonic content was significantly reduced at all frequen- 
cies (up to a factor of over five at 10 kHz). Also the previous excessive 
high-frequency transducer resonant-frequency amplitudes of up to 60 to 80 per- 
cent of the fundamental frequency amplitude were essentially eliminated (re- 
duced to 2-3 percent maximum). However, these gains were accompanied by a re- 
duction in available oscillation pressure amplitude by approximately a factor 
of two. The waveform improvement was achieved by using a special three-piece, 
two-material chamber insert. The useable range of the sinusoidal pressure gen- 
erator has been extended from several kilohertz to 10 to 20 kilohertz depending 
on the desired accuracy requirements. The need for an electronic filter on the 
transducer output signal has essentiallv been eliminated. 
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CONCLUDING REMARKS 


While significant improvement in the IM-SPG performance has been ob- 
tained, extensive efforts to obtain optimum performance were not made. Addi- 
tional improvement in both waveform quality and an increase in oscillation- 
pressure amplitude should be possible with further development. Part of that 
development should be directed toward detailed determination of average and 
oscillation pressure throughout the chamber to ensure chamber pressure uniform- 
ity. 
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APPENDIX 


CORRECTIONS TO DATA 


The reference pressure transducer's output signal was conditioned by 
a charge amplifier and then filtered. The charge amplifier was used at all 
times. The charge amplifiers were calibrated for dynamic response in accor- 
dance with the manufacturers instructions. The transducer data were corrected 
using the dynamic response characteristics so determined and are given in 
Figures A-l and A-2. Similar calibration and corrections were performed for 
the high-frequency dual-channel filter. These data are given in Figure A-3. 


Preceding page blank 
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